Inhalation of a Montgomery Safe T-tube plug.
The first case of an inhaled Montgomery Safe T-tube plug is reported. Both the surgeon and the patient should be aware of this possible complication and regular inspection of the plug is recommended. More than one plug should be provided with each T-tube.